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Abstract
In this paper, a thermo-mechanical analysis of shape memory polyurethane foams (SMPUFs) with aiding of a finite element 
model (FEM) for treating cerebral aneurysms (CAs) is introduced. Since the deformation of foam cells is extremely difficult to 
observe experimentally due to their small size, a structural cell-assembly model is established in this work via finite element 
modeling to examine all-level deformation details. Representative volume elements of random equilateral Kelvin open-cell 
microstructures are adopted for the cell foam. Also, a user-defined material subroutine (UMAT) is developed based on a 
thermo-visco-elastic constitutive model for SMPUFs, and implemented in the ABAQUS software package. The model is able 
to capture thermo-mechanical responses of SMPUFs for a full shape memory thermodynamic cycle. One of the latest treat-
ments of CAs is filling the inside of aneurysms with SMPUFs. The developed FEM is conducted on patient-specific basilar 
aneurysms treated by SMPUFs. Three sizes of foams are selected for the filling inside of the aneurysm and then governing 
boundary conditions and loadings are applied to the foams. The results of the distribution of stress and displacement in the 
absence and presence of the foam are compared. Due to the absence of similar results in the specialized literature, this paper 
is likely to fill a gap in the state of the art of this problem and provide pertinent results that are instrumental in the design 
of SMPUFs for treating CAs.
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1 Introduction
A Cerebral Aneurysm (CA) is a weak or thin spot on an 
artery in the brain that balloons or bulges out and fills with 
blood. This phenomenon is common in 3–5% of people. A 
cerebral or intracranial aneurysm is an abnormal focal dila-
tion of an artery in the brain that results from a weakening of 
the inner muscular layer (the intima) of a blood vessel wall. 
When this disease gets dangerous, there is the possibility of 
rupturing the arterial wall. This kind of hemorrhage can lead 
to a stroke, coma, or death (Brisman et al. 2006). Despite 
progress in surgical techniques and perioperative manage-
ment, the rate of death because of rupturing in aneurysms 
is so high. Current treatment options are limited to invasive 
therapies (called microsurgical clipping) and endovascular 
coiling that both of them have high risk and side effects 
(Chalouhi et al. 2012; Ihn et al. 2018). Most CAs are small 
and 50–80% of them don’t rupture during the life span of 
patients. Thompson et al. (2019) expressed that the cause 
of creation of CAs can be local weakness and aneurysmal 
dilatation at the apex. Recently, He et al. (2021) presented 
a finite element implementation of arterial wall growth and 
remodeling with application to abdominal aortic aneurysms. 
The hemodynamically generated forces due to impingement 
of the central streams can be an important factor of degra-
dation in the elastic membrane. Intracranial aneurysms are 
not considered sporicidal wounds although they have been 
described as a form of rare family (Chung et al. 2020).
There are three treatments for this complication: (1) clip-
ping (Fig. 1a), (2) coiling (Fig. 1b), (3) foaming (Fig. 1c).
Recently, Guglielmi Detachable Coil (GDC) has been 
more common for the treatment of aneurysms; of course, 
the type of remedy depends on aneurysm conditions. This 
method replaces clipping dramatically. In addition, this 
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approach has been proved to be less invasive, leading to 
less brain injury (Le Roux and Winn 1998). In this pro-
cedure, an interventional neuro-radiologist with training 
in interventional radiology does endovascular coiling. 
During this method, general anesthesia is used (Qureshi 
et al. 2001). Although the percentage of success in clip-
ping is higher than in coiling, coiling does not cause some 
problems, such as high risk, bleeding, hemorrhage, and 
incomplete occlusion (David et al. 1999). Surgeons can 
lead a coil inside of an aneurysm and try to locate the coil 
in the right position. Once the coil is inserted inside the 
aneurysm properly, a light electricity flow is applied to the 
coil. Although the GDC technique causes improvement 
in aneurysm treatment inside the skull significantly, this 
method has some drawbacks and it is not the best way for 
wide-necked aneurysms (Cloft et al. 2000). For instance, 
treatment of aneurysms with a neck dimension of less 
than 4 mm is probable between 57 and 85% with the GDC 
method, while for more than 4 mm it will reach 15–35% 
(Walsh et al. 1989; Zubillaga et al. 1994). In these cases, 
the coils move inside the parent artery and this movement 
increases the risk of aneurysm regrowth, rupture, and 
stroke. Incomplete filling is another disadvantage of the 
GDC technique (Willinsky 1999).
Nowadays, different types of bioparticles and smart 
materials are investigated with applications in surgery and 
medicine (SoltanRezaee and Bodaghi 2020). Shape memory 
polyurethane foams (SMPUFs) are being chosen as the best 
materials for filling and occluding the aneurysms (Ortega 
et al. 2013). Metcalfe et al. (2003) inserted shape memory 
polymer (SMP) foam inside of a dog’s aneurysm invasively. 
Researchers at the Lawrence Livermore National Laboratory 
(LLNL) presented a way of filling these materials because 
of the high deformation ability of foam proportional to tem-
perature changes (Basheer et al. 2003). During this method, 
a piece of SMPUF is sent inside the aneurysm by catheter. 
Then a radially diffusing fiber located in the center of the 
foam will be responsible for heat transfer to the foam. This 
fiber is connected to a standard fiber optic cable that extends 
the whole length of the catheter. Energizing foam by diffus-
ing fiber, the temperature of the foam will reach higher than 
glass transition temperature ( Tg ) and will be released foam 
and will occupy the aneurysm (Lendlein and Langer 2002). 
Recent studies in LLNL revealed that the rate of increasing 
foam volume is approximately 60 times (Small et al. 2007). 
SMPUFs have high applicability in hemostatic because of 
their high biocompatibility, high porosity, low density, and 
shape memory (Monroe et al. 2018). SMP foams have a 
much porosity space and when the temperature reaches more 
than Tg , they will have the capability of compression into 
tiny volume (secondary shape). These foams have the ability 
to keep their shape in the secondary shape (De Nardo et al. 
2009). This purpose is made possible by reaching tempera-
ture below the transition temperature, Tg , via cooling. The 
transition temperature for filling the inside of an aneurysm 
should be in the range of 45–70 °C (Singhal et al. 2014). 
These types of foams were synthesized by Mitsubishi Heavy 
Industry (Tobushi et al. 2001a; b; Lendlein et al. 2010).
The literature survey reveals that most of research has 
been devoted to studying the possibility of using this type 
of material for treating aneurysms, while there is no study 
about the simulation of this process by finite element (FM) 
modeling. Also, it can be found that there is no compre-
hensive model for the simulation of SMP foams for a full 
shape memory cycle. Moreover, choosing the best size of 
SMPUF for filling the inside of CSs is another uninvesti-
gated problem.
The structure of the foam cell is tiny and intricate, so 
observing its deformation is complicated. A cell assembly 
model is established via Finite Element (FE) modeling to 
examine all-level deformation details. Representative Vol-
ume Element (RVE) is the smallest volume over which a 
measurement can be made that will yield a value representa-
tive of the whole. In this paper, an RVE is established via 
FE modeling to simulate the geometry of the SMP foam. 
Fig. 1  The variety of treatment for cerebral aneurysms: a clipping, b 
coiling, c foaming
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The properties of the model are defined according to the 
thermo-visco-elastic model. The FE modeling is carried 
out to predict both the stress–strain results and the shape 
memory cycle. Furthermore, the process of injection of 
SMPUFs inside the aneurysm is simulated and the distribu-
tion of stress and displacement for three sizes of SMPUF 
are compared in the cerebral aneurysm. Due to the absence 
of similar results in the specialized literature, it is expected 
that the results of this research would contribute to a better 
understanding of the application of SMPUFs and their per-
formance for treating cerebral aneurysms.
2  Modeling of SMP foams
2.1  Geometry and properties of foam cells
The structure of foam is very complicated. Hence, the 
derivation of comprehensive governing equations that can 
introduce their behaviors properly is challenging. Gibson 
and Ashby (Gibson et al. 2010) presented a theory that con-
nected the relative density of foam to its effective stiffness. 
Relative density is defined as the ratio of foam density (∗) 




 that foam is made of. The 
same as this definition for density, it can be considered for 
the stiffness of foam. Gibson and Ashby (Gibson et al. 2010) 
assumed that cell foam is a cell cellular material. Also, they 
considered a cubic shape for every cell. Zhu et al. (1997) 
presented that the tetrakaidecahedron (the Kelvin cell) is 
the only polyhedron that can be assembled together to fill 
space. The microstructure of polyurethane (PU) foam was 
scanned by Gong et al. (2005), and the results illustrated 
that PU foam cells have 13.7 faces and 4.94 edges on each 
face. Figure 2 shows the micrograph of PU foam. An RVE 
of random equilateral Kelvin open-cell microstructures was 
used for modeling of foam. A tetrakaidecahedron cell has 
eight hexagonal, four-diamond, and two squares as shown 
in Fig. 3a. In this study, it is assumed that cells have an 
elongated tetrakaidecahedron. Zhu et al. (1997) derived gov-
erning equations for this cell. The required dimension of the 
cell is illustrated in Fig. 3b.
The governing equations on this tetrakaidecahedron are:
The length of the ligaments (edges) is l. Ligaments don’t 
have a uniform cross-section ( A ) and they are different 
along the ligament. Gong et al. (2005) investigated differ-
ent shapes for foam ligaments. This geometry is chosen as 





cross-section and moments of inertia as detailed below. Fig-
ure 4 shows the dimensions of a ligament.
As mentioned before, the relative density () is the ratio 





Also, stiffness components can be written as:
Tobushi et al. (2001a; b) presented a rheological model 
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Fig. 2  Micrograph showing cellular microstructure of the open-cell 
foam (Gong et al. 2005)
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Fig. 3  Geometric characteris-
tics of the cells and equivalent 
Kelvin cell a microstructure of 
single cell (Demiray et al. 2009) 
and b micrograph showing of 
the beam
Fig. 4  Definition of geometry of 
foam ligaments
Fig. 5  Three-dimensional rheological representation of viscoelastic model
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of polymers. Shape memory polymer foams have special 
specifications. The foam properties are completely different 
before and after the transition temperature. Also, the mate-
rial has a viscous behavior and the material should have the 
ability to store the applied strain. The Tobushi model covers 
all these desired points and can fulfill them properly. Indeed, 
the mechanical part of rheological representation has two 
sections. One of them is the elastic part and another one is 
the viscous part. The elastic part is a spring and its stiffens 
express the elastic property of the foam. The viscous part is a 
dashpot damper that creates the viscous section of the foam. 
The dashpot damper coefficient expresses the viscous prop-
erty of foam and changes with temperature. In this model, 






















Also, the governing stresses of this rheological model are:
where T , me , th , S , elastic , viscous, and maxwell are total 
stress and stress in mechanical parts, thermal stress, stor-
age stress, elastic stress, viscous stress, and Maxwell stress, 
respectively.
A relation for stiffness ( Es ), viscosity (  ) and retardation 
time (  ) are defined in terms of temperature as:
where subscript of h and l are pointed to the properties 
below and above transition temperature, respectively. Fur-
thermore, z is a binding factor defined as:
2.2  UMAT subroutine
There are three general approaches for the simulation of 
SMP foams (Salman 2020). In the first one, which is called 
the macro-scale, the physical quantities are transferred from 
(10)T = me + th + S
(11)me = elastic + viscous
(12)T = me = th = S
(13)me = elastic + viscous = elastic + maxwell
Es(T) = (1 − z)Eh + zEl
(T) = (1 − z)h + zl
(T) = (1 − z)h + zl





















the micro-scale level to the macro-scale level. Recently, Jar-
rah et al. (2021) presented a VUMAT subroutine based on 
the constitutive model for the simulation of SMP foams. 
Additionally, Zolfagharian et al. (2021) introduced a simple 
approach for the simulation of shape memory polymers fab-
ricated by 4D printing technology. They defined the proper-
ties proportional to temperature variations. The governing 
constitutive equations of the shape memory polymer foams 
are very complicated and need a VUMAT subroutine for 
defining their properties while this type of subroutine is 
heavy for running and it is not possible to use for many ele-
ments. Furthermore, the macro model is not able to simu-
late all the thermodynamic cycle. The other method for the 
simulation of SMP foams is the mesoscale model. According 
to this model, the materials have a cellular structure and the 
voids are distributed randomly inside the structures. In this 
study, the mesoscale model will be considered for simulat-
ing foams. Additionally, for the shape memory behavior, 
Tobushi model (2000) will be defined for each cell. Thus, in 
this study, a combination of mesoscale and Tobushi models 
is implemented for the simulation of SMP foams. A flow-
chart is introduced for this solution process, as illustrated 
in Fig. 6.
In this section, the mechanical constitutive behaviors of 
foams should be defined in ABAQUS software. In this sub-








 must be 
provided. Thus, the relation between stress and strain should 
be defined properly according to the viscoelastic model. 
Stress and strain are in the form of tensors depending on 
time and should be updated at the beginning of each incre-
ment. The relation between strains and stresses in this rheo-
logical model is expressed in Eq. (15).
where [C] and [S] are the stiffness tensor and compliance 
matrix, respectively.
Like stress, the strain is written as:










+ ̇𝜀th + 𝜀S = ?̇?
(16)
{𝜎}elastic = [C]
e{𝜀}e, {𝜎}Maxwell = [C]
M{𝜀}M , {𝜎}viscous = [C]
𝜇{?̇?}𝜇
(17)[C]−1 = [S]
(18){}total = {}Maxwell + {}Elastic
(19){}Maxwell = {}viscous
(20){}me = {}Elastic = {}Maxwell + {}viscous
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Thus:
The corresponding Maxwell element Young’s modulus 
of the SMP is calculated as:
(21a){?̇?}me = {?̇?}Elastic = {?̇?}Maxwell + {?̇?}viscous
(22b)
{}i = [S]
i{}i and {}i = [C]











In this study, the geometry is created according to the 
Kelvin cell that was explained in the earlier section. Beam 
element is used for the creation of the model. The type of 
this element is B33. This element is a cubic element that 
involves three additional variables. This element is a spatial 
element. The size of ligament section of the foam is negligi-
ble in compression with its length. Additionally, the run time 
would boom significantly if a solid element was chosen for 
this study. It is worth noting that the current finite element 
results follow experimental results very well.
(24)EMaxwell = Es −
3

Fig. 6  The computational algorithm for the solution of equations in ABAQUS
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There are different forms of SMP foams. In this study, a 
type of SMP foam should be chosen that has specific fea-
tures. The first feature is transition temperature. For bio-
medical applications, the transition temperature of SMP 
foams should be near the body temperature. The second 
feature is that the SMP foam should have biocompatibility. 
Singhal et al. (Singhal, Rodriguez, et al. 2012) introduced 
different types of SMPUFs. They presented five kinds of 
SMPUFs known as H0, H20, H40, H60, and H80. They 
performed a biocompatibility test on them. The results of 
the tests are based on the level of cytokine production from 
the cells cultured on the foams and control substrates. This 
material was tested with an enzyme-linked immunosorb-
ent assay and the result was acceptable for using this foam 
to treat for human body. The range size of the foam cell 
is limited. The foam properties are changed with the cell 
structure and raw ingredients. This size cell is the best 
choice because its stiffness is proportional to the aneu-
rysm property. As an example, if the cell size is decreased, 
the stiffness will be increased, and this issue may lead to 
rupture in the aneurysm. There are different amounts for 
pores per inch (ppi). The pore size for the H20 is 419 μm 
The SEM micrographs of this foam are shown in Fig. 7. 
The requirement properties for the simulation in ABAQUS 
software are expressed in Table 1.
2.3  Verification of the model
The model is verified by the creation of a FEM model in 
ABAQUS software via the UMAT subroutine and mesco-
scale for the simulation of SMPUFs. In this study, a shape 
memory thermodynamic cycle is applied to the SMPUF and 
FEM results are compared with experimental results pre-
sented in Singhal et al. (2012). There are four steps in the 
shape memory cycle.
1. Loading: the sample is heated up to a high temperature 
(Th) and then a compressive strain is applied to it.
2. Fixing: while the constraints are on the sample, the tem-
perature is decreased to a low temperature (Tl).
3. Heating: the sample is heated up to a high temperature 
(Th) again.
4. Unloading: while the temperature is constant, the con-
straints are removed.
This cycle is schematically demonstrated in Fig. 8.
The geometry of the model is created in the software 
according to the dimensions mentioned in Table 1. Further-
more, loading and boundary conditions are defined accord-
ing to the test procedure. Also, the type of element in this 
model is the beam element that was mentioned before. This 
model is shown in Fig. 9a. Figure 9b–e demonstrates the 
stress contour of SMPUFs during the shape memory cycle. 
As seen in Fig. 10, the finite element results have suitable 
compatibility with the experimental results. Figure  10a 
illustrates the stress temperature governed by the model 
in the shape memory cycle. Also, Fig. 10b compares the 
stress–strain between experimental and FE results. In the 
first step, the temperature is constant at 80 °C. The rela-
tion between stress and strain is not linear and the material 
behaves like a hyper-elastic material. FE modeling predicts 
more stress rather than the experiment at the same strain. 
Fig. 7  SEM micrographs of H20 polyuretfoam showing the cell 
structure and porosity of the foam ( df = 50 μm , ppi = 60, scale bar 
500 μm ) (Singhal et al. 2012)




(◦K) Eh (MPa) El (MPa) h(GPa - s) l (GPa - s) h(s) l(s)
328 30 0.5 27 2.03 116 111 2480
 (◦) r (μm) H (mm) L (mm) b (mm) D (mm) l (mm) neat(neat polymer density)
65.9 25 0.44 0.58 0.331 20 126 1174









r (μm) r0(μm) Cubic dimension
a (mm) Height (mm)
20 20
800 5.062 6.841 70 50
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This difference is about 8%. In the second step, the foam 
is fixed at 80% strain. The stress is decreased to 2.5 kPa 
approximately. In the third step, the temperature will 
increase to 80 °C. In the last step, unloading is performed, 
and the strain of the foam reaches 0%.
There are some differences between experimental and 
finite element results due to different issues. For instance, 
in the theory, the temperature in the whole part of the foam 
was assumed to change at the same time while this hypoth-
esis is so ideal and the temperature in different parts of the 
foam may not be the same. The other reason is that in the 
modeling the same size and shape were assumed for all cells 
of the foam while this may not be correct in reality.
3  Geometry of artery and aneurysm
In this section, the treatment of CAs is investigated by aid-
ing SMPUFs. In this method, a SMPUF is inserted inside 
the aneurysm. Researchers at LLNL developed a technique 
to heat up actuated SMP foams inside aneurysms with opti-
cal energy (Ortega et al. 2007). First, a piece of SMPUF is 
moved inside aneurysms through a catheter. The foam is 
attached to a laser device that provides the required energy 
for heating the foam. Once the foam is in the right posi-
tion, the laser applies energy to heat up the foam to a high 
temperature and the foam will be inflated. This process is 
shown schematically in Fig. 11c, b. As seen in Fig. 11a, the 
aneurysm is identified in the brain by CT scan technology. 
The size and exact dimension of aneurysm are determined in 
the next step (Fig. 11b). The appropriate size of the foam is 
inserted into the aneurysm by delivery catheter, see Fig. 11c 
and then it is expanded there as shown in Fig. 11d.
The inflated foam is prevented from circuiting blood 
inside of the aneurysm, so the applied pressure on the aneu-
rysm wall declines. In this section, three sizes of SMPUFs 
are chosen for filling the inside of an aneurysm and the 
investigation of results. The dimensions of foam depend 
on the aneurysm dimensions. Generally, the geometry that 
governs this issue is complicated. For instance, the length of 
artery, thickness, and diameter of the aneurysm and artery, 
the exact shape of the aneurysm, and angle are so delicate. 
Therefore, some simplifications and approximations should 
be considered. Scott et al. (1972) measured the thickness of 
artery and aneurysm. The thickness of the artery is about 
100–200 μm while for aneurysm it is 25 μm approximately. 
Scerrati et al. (2019) made a 3D anatomical model of aneu-
rysm and artery by 3D printing for training and teaching. 
Ryan et al. (2016) proposed a 3D model of CA made by 3D 
printing technology as well. They used this model for train-
ing treatment of aneurysm by clipping method. Parlea et al. 
(1999) proposed geometry for aneurysm and its dimensions 
are illustrated in Fig. 12.
3.1  Aneurysm and artery properties
The structural component of an aneurysm is collagen. Some 
studies reveal that the intra-aneurysmal pressure is the same 
as the systemic arterial pressure (Ferguson 1972). A study 
was performed to determine the elastic properties of the 
aneurysm wall (Scott et al. 1972). Analyses of the behavior 
Fig. 8  The shape memory cycle 
applied to the SMPUF
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Fig. 9  a Configuration of the 
foam model in ABAQUS, b 
stress contour of the foam at 
the end of the first step, c stress 
contour of the foam at the end 
of the second step, d stress 
contour of the foam at the end 
of the third step e stress contour 
of the foam at the end of the 
fourth step
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of aneurysms revealed that the properties of aneurysm and 
cerebral arteries are different (Roach and Burton 1957). 
Wheatley et al. (2017) modeled intracranial aneurysms as 
thick-walled by non-linear elastic fiber-reinforced compos-
ites. Hassler (1961) and Nystrorn (1963) proved that aneu-
rysms can be created until the internal elastic membrane 
get weak. Scott et al. (1972) conducted some experiments 
to compare the elastic properties of human intracranial 
arteries and aneurysms. They measured the stress–strain 
curves for both of them (Fig. 13). The wall thickness of 
the cerebral aneurysm was found to be 25  μm and average 
thickness of the aretey was determined as 175 μm. Harkness 
(1961) assumed that the aneurysm is made of collagen so 
the strength of wall is considered as the collagen strength. 
Thus, the strength of the aneurysm is set at 3 MPa. Also, 
Ley and Kim (2007) measured thermophysical parameters 
of the artery. Additionally, Hwang et al. (2012) fabricated an 
aneurysm model by latex for investigation of the effects of 
expansion, and the strength was same as aneurysm. Table 2 
shows these quantities.
Dorfmann et al. (2010) measured distribution of the wall 
pressure of patient-based lumen cast at a series of physi-
ologically relevant steady flow rates. Ortega et al. (2007) 
conducted a Computational Fluid Dynamics (CFD) model 
for the estimation of pressure near the aneurysm. They 
extracted the pressure around the aneurysms according 
to the size of aneurysms as demonstrated in Fig. 14. The 
arteries have hyper-elastic behaviors. Various hyper-elastic 
models are regularly used to represent the large deforma-
tion behaviors of these materials (Dorfmann et al. 2010). 
In this study, Neo-Hookian hyper-elastic model is selected 
that has shown good accuracy for simulating deformations 
within the range investigated here. The C3D4H is used in 
this study. This element is a solid element with 4 nodes in 
the corners and the shape is linear tetrahedron. This element 
is used for hyper-elastic materials with a linear pressure. The 
solver links temperature and displacement. Additionally, the 
responses are in a steady-state manner. There is an interac-
tion between foam and aneurysm. The type of this interac-
tion is assumed contact with an interaction between node 
and surface. The pressure is applied to the foam according to 
Fig. 14. The relation between stress and strain in this hyper-
elastic material is demonstrated in Fig. 13. Meanwhile, the 
required boundary conditions for this simulation should be 
considered. The entrance and output of the artery are con-
sidered axisymmetric constrained.
4  Numerical results and discussion
In this section, first of all, the artery with an aneurysm as 
shown in Fig. 12 is imported into ABAQUS, then the mate-
rial properties (Fig. 13) are assigned to this geometry. Ortega 
et al. (2007) calculated the pressure inside of aneurysms 
with help of CFD. There is an interaction between the foam 
and the aneurysm. This type of interaction is frictionless and 
the pressure on this foam will cause stress on the aneurysm. 
Also, Fig. 14 shows the distribution of the blood pressure on 
the foam. This pressure is variable, and changes according to 
the location of foam. Furthermore, the boundary condition 
on three free sections of the artery is restricted. The effect 
of stress on the aneurysm wall will be investigated in this 
step. First, the effect of pressure is considered on the wall 
aneurysm in the absence of SMP foam, then the SMP foam 
is inserted inside the aneurysm and the effect of pressure 
on the wall is studied in the presence of SMP foam. A path 
(Fig. 15) was chosen for investigating the results. This path 
is located on the meridian of the aneurysm. Also, the distri-
bution of the stress in this path has the most variations. Fig-
ure 16 shows the distribution of displacement and stress on 
the meridian of the aneurysm. As can be seen in this figure, 
the displacement and stress in the pick of the aneurysm is 
Fig. 9  (continued)
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the maximum amount. In this situation, there is the highest 
amount of pressure distribution in the aneurysm. Thus, the 
peak of stress and displacement happens there. Figure 17 
demonstrates the stress and displacement contour in the soft-
ware for the aneurysm in the absence of SMP foam.
In the following, the SMPUF in three sizes is inserted 
inside the aneurysm. The size of the foams is smaller 
than the aneurysm and its diameter is 7.5, 7, and 6.5 mm. 
The size range of the foam for choosing this treatment is 
limited. For instance, it is not possible to choose bigger, 
because it would cause occlusion in arteries and maybe 
itself causes a stroke. On the other hand, the smaller size 
also is not possible. In this manner, the foam might get off 
from aneurysms and it would cause an occlusion again. 
Additionally, once the size of foam is small, the blood 
will circulate around the foam and it ruptures the aneu-
rysm. There are two steps in this simulation. The first step: 
applying heat to foam that increases its size. The second 
step: applying pressure to the foam that is the cause of 
blood pressure. Figure 18 shows the applied boundary 
conditions and loads on the foam and aneurysm. Also, 
there is an interaction between foam and aneurysm that is 
a type of frictionless contact. This interaction is chosen 
because of different reasons. Firstly, there is no movement 
or sliding between the aneurysm and the foam so defining 
friction between them is not very significant. Secondly, 
defining friction would boom the run time and the con-
vergence would be decreased by this option. Finally, the 
Fig. 10  Comparison of experi-
mental and FE results for the 
shape memory cycle: a stress 
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contact area between the aneurysm and the foam is so 
low that can be considered negligible. The temperature 
of SMP foam is increased until the temperature reaches a 
high temperature. In this manner, the pressure is applied 
to the foam and then the stress and displacement distri-
bution of stress on the aneurysm wall is investigated. 
The stress and displacement contours of these foams are 
shown in Fig. 19. The size of foam in Fig. 19a is 7.5 mm. 
When the temperature is applied to the SMPUF, the size 
of the foam will be increased, and this inflation is caused 
to create stress between the aneurysm wall and the foam. 
Then the blood pressure is applied to the foam. First, the 
foam is compressed and then the applied pressure on the 
aneurysm wall is decreased. The size of foam in Fig. 19b 
Fig. 11  The process of treatment with SMPUFs: a reorganization of 
aneurysm with CT scan, b estimation of aneurysm size, c crimped 
(temporary shape) SMP foam device delivered to the aneurysm via 
catheter, d expansion of SMPUF within the aneurysm, as it recovers 
to its permanent shape via stimuli
Fig. 12  Demonstration of a 
berry aneurysm: a CT scan of 
the aneurysm (Florida State 
University 2010), b dimension 
















Fig.13  Stress–strain behavior of artery and aneurysm (Ferguson 
1972)
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is 7 mm. This foam is smaller and when the size of the 
foam is boosted and the blood pressure is applied to it, the 
SMPUF is compressed more than when the diameter of 
foam is 7.5 mm. The size of foam in Fig. 19c is 6.5 mm. 
This size of the foam is compressed more than other sizes. 
The distribution of stress and displacement in the chosen 
path (Fig. 15) is demonstrated in Fig. 20 and the results 
are compared with the CFD results when there is no foam 
inside of the aneurysm. As can be seen in this figure, when 
the foam is inserted inside of the aneurysm, the highest 
amount of stress is declined. For the size of 7.5 mm, the 
maximum amount of stress is 8 kPa, while for the sizes 
of 7 and 6.5 mm it is 9 and 10 kPa respectively. Also, 
the highest amount of displacement is decreased when the 
foams fill inside of aneurysm. The maximum displace-
ment for the foam with size of 7.5 mm is 2.5 mm, while 
this amount for the sizes of 7 and 6.5 mm is 2.7 and 3 mm 
respectively. Additionally, the distribution of stress and 
displacement has become more uniform. When the size of 
foam is bigger, the uniform distribution becomes longer.
5  Conclusion
A study on the thermo-mechanical behavior of shape 
memory polymer foams was presented. The main features 
of SMP foams under the shape memory cycle were cap-
tured based on the thermo-visco-elastic constitutive model. 
Also, the geometry of the foam was defined based on the 
cell-assembly model. RVEs of random equilateral Kelvin 
open-cell microstructures were modeled for the open-cell 
foam. A UMAT subroutine was developed for defining the 
shape memory behavior. The model was able to capture 
the thermo-mechanical response of SMP foams for a shape 
memory cycle. In the last section, a SMPUF was used for 
filling inside an aneurysm. In this type of treatment, the 
SMPUF prevents the circuit of blood inside the aneurysm 
and causes a decrease in the applied stress on the walls. Fur-
thermore, the distribution of stress on the aneurysm wall was 
found to be more uniformed. Thus, this study has presented 
a new method for choosing the best size of SMPUFs for 
better treatment of cerebral aneurysms with the aid of finite 
element method. According to the size of the aneurysm, the 
best size of foam could be chosen for treating it. The aneu-
rysms have different sizes. This approach is more applicable 
for a small aneurysm's size. This paper presents the idea 
that the size of the foam should be selected according to the 
size of the aneurysm. It means that after a CT scan of the 
Fig. 14  Pressure distribu-
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Fig. 15  The chosen path for measurement data
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aneurysm, the model will be imported into the ABAQUS 
software and our model will evaluate the best size of the 
foam for treatment. Furthermore, according to the strength 
of an aneurysm, the model will be able to be used for a 
feasibility study for the treatment of the aneurysm. Also, 
with the aid of this approach, all processes of treatment can 
be simulated in the finite element software. Due to lack of 
any numerical data on shape memory foams for cerebral 
aneurysms, it is expected that the results supplied in the 
present work will be instrumental toward a reliable design 
of SMPUFs for treating cerebral aneurysms.
Open Access This article is licensed under a Creative Commons Attri-
bution 4.0 International License, which permits use, sharing, adapta-




































Fig. 16  Distribution of a displacement and b stress on the meridian of aneurysm
Fig. 17  The contour of a displacement and b stress in the absence of the SMP foam
Fig. 18  The applied boundary conditions and load on the model
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Fig. 19  The applied boundary conditions and load on the model. a 7.5 mm, b 7 mm, c 6.5 mm
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as you give appropriate credit to the original author(s) and the source, 
provide a link to the Creative Commons licence, and indicate if changes 
were made. The images or other third party material in this article are 
included in the article's Creative Commons licence, unless indicated 
otherwise in a credit line to the material. If material is not included in 
the article's Creative Commons licence and your intended use is not 
permitted by statutory regulation or exceeds the permitted use, you will 
need to obtain permission directly from the copyright holder. To view a 
copy of this licence, visit http:// creat iveco mmons. org/ licen ses/ by/4. 0/.
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